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Disclosure  to  Promote  the  Right  To  Information 

Whereas  the  Parliament  of  India  has  set  out  to  provide  a  practical  regime  of  right  to 
information  for  citizens  to  secure  access  to  information  under  the  control  of  public  authorities, 
in  order  to  promote  transparency  and  accountability  in  the  working  of  every  public  authority, 
and  whereas  the  attached  publication  of  the  Bureau  of  Indian  Standards  is  of  particular  interest 
to  the  public,  particularly  disadvantaged  communities  and  those  engaged  in  the  pursuit  of 
education  and  knowledge,  the  attached  public  safety  standard  is  made  available  to  promote  the 
timely  dissemination  of  this  information  in  an  accurate  manner  to  the  public. 
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IS  :  11920-1987 
ISO  5550 -1978 


Indian  Standard 


(Reaffirmed  2001) 


METHOD  FOR   DETERMINATION  OF  WATER  CONTENT  IN 
CASEINS  AND  CASEINATES   (REFERENCE  METHOD) 

L  ISO  Title  :  Caseins  and  Caseinates  —  Determinatinn  of 
Water  Content  -  (  Reference  Method  )  ] 


National  Foreword 

This  Indian  Standard,  which  is  identical  with  ISO  5550-1978  'Caseins  and  caseinates*— 
Determination  of  water  content  (Reference  method)',  issued  by  the  International  Organization  for 
Standardization  ( ISO  )  was  adopted  by  the  Indian  Standards  Institution  on  the  recommendations  of 
the  Dairy  Products  Sectional  Committee  and  approval  of  the  Agricultural  and  Food  Products  Division 
Council. 

In  the  adopted  standard,  certain  terminology  and  conventions  are  not  identical  with  those  used 
in  Indian  Standard;  attention  is  particularly  drawn  to  the  following: 

a)  Wherever  the  words   'International   Standard'   appear,   referring  to  this  standard,  they  shall 
be  read  as  'Indian  Standard';  and 

b)  Comma  ( , )  has  been  used  as  decimal  marker  while  in  Indian  Standards,  the  current  practice 
is  to  use  point  ( . )  as  the  decimal  marker. 


Cross  References 

international  Standard 

ISO/R707  (ISO  707-1985)  Milk  and  milk 
products  —  Method  of  sampling 


ISO  3310/1  Test  sieves 
ments  and  testing 
cloth 


-Technical  require- 
Part   1  Metal  Wire 


Corresponding  Indian  Standard 

IS  :  11546-1985  /  ISO   707-1985  Methods  of 
sampling  of  milk  and  milk  products 
(  Identical ) 

IS  :  460  (  Part  1  )-1985  Specification  for  test 
sieves  :  Part    1      Wire     cloth    test    sieves 
( third  revision  ) 
( Technically  equivalent ) 


For  determining  compliance  with  the  test  requirements  prescribed  in  the  standard,  result  of  a  test 
or  analysis  shall  be  rounded  off  in  accordance  with  IS  :  2-1960 'Rules  for  rounding  off  numerical 
values  (  revised)'. 
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1     SCOPE  AND  FIELD  OF  APPLICATION 

This  International  Standard  specifies  a  reference  nnethod 
for  the  deternnination  of  the  water  content  of  al!  types  of 
caseins  and  caseinates. 


2  REFERENCES 

ISO/R  707,  Milk  and  milk  products  —  Sampling, 

ISO  3310/1,  Test  sieves  —  Technical  requirements  and 
testing  -  Part  I :  Metal  wire  cloth. 

3  DEFrNITION 

water  content  of  caseins  and  caseinates  :  The  loss  of  mass 
determined  by  the  procedure  described  in  this  International 
Standard  and  expressed  as  a  percentage  by  mass. 


5.7    Suitable    device    for    handling    dishes,    for    example 
laboratory  tongs. 


6    SAMPLING 

See  ISO/R  707 


7    PROCEDURE 

7.1     Preparation  of  the  test  sample 

7.1.1  Thoroughly  mix  the  laboratory  sample  by  repeatedly 
shaking  and  inverting  the  container  (if  necessary,  after 
having  transferred  all  of  the  laboratory  sample  to  an  air-tight 
container  of  sufficient  capacity  to  allow  this  operation  to 
be  carried  out). 


4    PRINCIPLE 

Drying  of  a  test  portion  at   102  ±  1 
determine  the  loss  of  mass. 


5    APPARATUS 


C  and  weighing  to 


7.1.2  Transfer  about  50  g  of  the  thoroughly  mixed 
laboratory  sample  to  the  test  sieve  (5.6). 

7.1 .3  If  the  50  g  portion  directly  passes  or  almost 
completely  passes  the  sieve,  use  for  the  determination  the 
sample  as  prepared  in  7.1.1, 


5.1  Analytical  balance. 

5.2  Drying     oven,     well 
controlled  at  102±  1  °C. 


ventilated,    capable     of     being 


5.3  Flat-bottomed  dish  of  material  non-corrodibte  under 
the  conditions  of  the  test  (for  example  glass  dish  with 
grourni-glass  cover,  or  aluminium  or  stainless  steel  dish 
equipped  with  tight-fitting  lid  which  can  readily  be 
removed)  of  at  feast  50  mm  (preferably  75  mm)  diameter 
and  at  least  25  mm  deep. 

5.4  Desiccator,  containing  an  effective  desiccant.  If  silica 
gel  is  used,  it  should  be  changed  daily. 

5.5  Grinding  device,  for  grinding  the  laboratory  sample, 
if  necessary  (see  7.1.4)/ without  development  of  undue 
heat  and  without  loss  or  absorption  of  moisture.  A 
hammer-mill  shall  not  be  used. 

5.6  Test  sieve,  wire  cloth,  diameter  200  mm,  nominal  si?e 
of  aperture  500  pm,  with  receiver,  complying  w^th 
ISO  3310/1. 


7.1.4  Otherwise,  grind  the  50  g  portion,  using  the  grindmg 
device  (5.5),  until  it  passes  the  sieve.  Immediately  transfer 
alt  the  sieved  sample  to  an  air-tight  container  of  sufficient 
capacity  and  mix  thoroughly  by  repeatedly  shaking  and 
inverting.  During  these  operations,  take  precautions  to 
avoid    any  change  in  the  water  content  of  the  product. 

7.1.5  After  the  test  sample  has  been  prepared,  the 
determination  (7.4)  should  be  proceeded  with  as  soon  as 
possible. 


7.2    Preparation  of  the  dish 

7.2.1     Heat   the   uncovered  dish   and   its  lid   (5.3)   in 
oven  (5.2),  controlled  at  102  ±  1  °C,  for  aX  least  1  h. 


the 


7.2.2  Place  the  lid  on  the  dish,  transfer  the  covered 
dish  to  the  desiccator  (5.4),  allow  focool  to  the  temperature 
of    the   balance    room    and   weigh   to   the  nearest   0,1  mg. 

7.3    Test  portion 

Put  3  to  5  g  of  the  test  sample  (7.1)  into  the  dish,  cover 
with  the  ltd  and  weigh  to  the  nearest  0,1  mg 
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7.4    Determination 

7.4.1  Uncover  the  dish  and  place  it  with  its  lid  In  the  oven 
(5.2),  controlled  at  102  ±  1  °C,  for  4  h. 

7.4.2  Replace  the  lid  on  the  dish,  transfer  to  the  desiccator, 
allow  to  cool  to  the  temperature  of  the  balar>ce  room  and 
weigh  to  the  nearest  0,1  mg. 

7.4.3  Uncover  the  dish  and  heat  it  again,  with  its  lid,  in 
the  oven  for  1  h.  Then  repeat  operation  7.4.2. 

7.4.4  If  the  mass  obtained  in  7.4.3  is  less  than  the  mass 
obtained  in  7.4.2  by  more  than  1  mg,  repeat  operation 
7.4.3. 

In  the  event  of  an  increase  of  mass,  take  for  the  calculation 
the  lowest  mass  recorded. 

The  total  drying  time  should  not  normally  exceed  6  h. 
8    EXPRESSION  OF  RESULTS 

8.1    Method  of  calculation  and  formula 

The  water  content  of  the  sample,  expressed  as  a  percentage 
by  mass,  is  equal  to 


m.  -rrir 


xlOO 


where 

/77o    is  the  mass,  in  grams,  of  the  dish  and  the  lid  (7.2.2); 

m^     is  the  mass,  in  grams,  of  the  dish,  the  lid  and  the 
test  portion  before  drying  (7.3); 

/W2    is  the  mass,  in  grams,  of  the  dish,  the  lid  and  the 
test  portion  after  drying  (7.4.3  or  7.4.4). 

Calculate  the  water  content  to  the  nearest  0,01  %. 

8.2    Repeatability 

The  difference  between  two  single  results  obtained  on 
identical  test  material  by  one  analyst  using  the  same 
apparatus  within  a  short  time  interval  will  exceed  0,1  Og  of 
water  per  1 00  g  of  product  on  average  not  more  than  once 
in  20  cases  in  the  normal  and  correct  operation  of  the 
method. 


9    TEST  REPORT 

The  test  report  shall  show  the  method  used  and  the  result 
obtained;  it  shall  also  mention  aH  operating  conditions  not 
specified  in  this  International  Standard,  or  regarded  as 
optional,  as  well  as  any  circumstances  that  may  have 
influenced  the  result. 

The  report  shall  include  all  details  necessary  for  complete 
identification  of  the  sample. 
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